Prepare for use

1. **Remove clear base**
   - Keep the cap closed.
   - Turn the clear base in the direction of the arrows on the label until it clicks (half a turn).

2. **Insert cartridge**
   - Insert the cartridge into the inhaler.
   - Place the inhaler on a firm surface and push down firmly until it clicks into place.

3. **Track cartridge**
   - Mark the check-box on inhaler’s label to track the cartridge until the cartridge is used up.
   - Press the safety catch while pulling off the clear base.

4. **Turn**
   - Keep the cap closed.
   - Turn the clear base in the direction of the arrows on the label until it clicks (half a turn).

5. **Open**
   - Open the cap until it snaps fully open.

6. **Press**
   - Press the dose-release button.
   - Point the inhaler toward the ground.
   - Breath out slowly and fully.
   - Breath in slowly for as long as possible.
   - Keep the cap closed.

When to replace the Placebo Respimat cartridge

The user indicates when the last puff remains in the cartridge.

- 60 puffs remaining
- Less than 10 puffs remaining. Obtain a new cartridge

Daily use

1. **Turn**
   - Keep the cap closed.
   - Turn the clear base in the direction of the arrows on the label until it clicks (half a turn).

2. **Open**
   - Open the cap until it snaps fully open.

3. **Press**
   - Press the dose-release button.
   - Point the inhaler toward the ground.
   - Breath out slowly and fully.
   - Breath in slowly for as long as possible.
   - Keep the cap closed.

When to replace the Placebo Respimat cartridge

The user indicates when the last puff remains in the cartridge.

- 60 puffs remaining
- Less than 10 puffs remaining. Obtain a new cartridge

Answers to Common Questions

- It is difficult to insert the cartridge deep enough.
- Did you turn the clear base? If not, turn the clear base in the direction of the arrows on the label until it clicks (half a turn).
- Does the dose indicator on your cartridge display a white or red background? Your cartridge is used up. Insert a new cartridge.
- It is difficult to remove the cartridge after it is used up.
- Did you turn the clear base? If not, turn the clear base in the direction of the arrows on the label until it clicks (half a turn).
- Was the cap open when you replaced the cartridge? Yes, close the cap. No, turn the clear base in the direction of the arrows on the label until it clicks (half a turn).
- My Respimat re-usable has been used up too early.
- Did you turn the clear base all the way in? If not, turn the clear base in the direction of the arrows on the label until it clicks (half a turn).
- Did you remove the clear base after it is used up?
- No, keep the clear base on the Respimat until it clicks (half a turn).